Human-computer interface controlled by the lip.
Lip control system is an innovative human-computer interface specially designed for people with tetraplegia. This paper presents an evaluation of the lower lip potential to control an input device, according to Fitts' law (ISO/TS 9241-411:2012 standard). The results show that the lower lip throughput is comparable with the thumb throughput using the same input device under the same conditions. These results establish the baseline for future research studies about the lower lip capacity to operate a computer input device.